
    The interest in the acceptable noise level (ANL) test has increased 

among clinicians and researchers alike during the last years. It is a 

test that is attractive to the clinician as it takes little time to perform 

and some studies suggest that it can be used to predict future HA use. 

In two previous studies (Olsen et   al, 2012a,b), we have demonstrated 

that at least the Danish and non-semantic versions of the ANL gener-

ate unreliable results that cannot predict HA use. 

 Nabelek et   al (1991) argued that the signal-to-noise ratios (SNR) 

at which an individual stops attending a conversation might be 

relevant for prediction of HA use. Consequently they proposed 

a procedure for measuring the amount of background noise that 

individuals can tolerate when listening to speech. According to 

their fi ndings, full-time HA users tolerate more background noise 

than part-time and non-users of HA when listening to speech. Later 

Rogers et   al (2003) termed the method the acceptable noise level 

(ANL) test. Several researchers have suggested that the ANL is 

inherent to an individual (Nabelek et   al, 1991, 2006; Rogers et   al, 

2003; Tampas  &  Harkrider, 2006) and can be established prior to 

HA fi tting as a possible predictor of hearing-aid use (Nabelek et   al, 

2004). In a large group of individuals (n    �    191), Nabelek et   al (2006) 

found that the ANL measure predicted HA use with 85% accuracy. 

 The purpose of the present study is to extend the discussion on 

whether the ANL can be measured accurately using any ANL version 

and whether ANL can provide reliable results that can predict HA 

use. Additionally it is discussed how more reliable ANL results can 

be achieved by improved procedures.   

 Material and Method 

 To create a basis for a discussion of the topic:  ‘ Can the ANL be 

accurately measured and can ANL predict HA use? ’  we searched for 

relevant peer reviewed papers on Medline and Embase. The follow-

ing Boolean search terms were used:  ‘ acceptable AND noise AND 

level ’ ,  ‘ acceptance AND background AND noise ’  and  ‘ toleration 

AND background AND noise ’ . The search was limited to papers 

published between January 1st, 1991 and December 31st, 2012. 

Additional papers were found as references in the included papers 

and through personal contacts. Forty-fi ve peer reviewed relevant 

papers were identifi ed (Table 1). In order to bring forward further 

input to the discussion, we searched Google Scholar for information 

from trade journals and dissertations. In this paper we also refer to 

posters and oral presentations from audiology conventions. 

 In the following chapters we discuss various aspects of ANL and 

fi nally we propose a conceptual model of how individuals make their 

ANL judgements.   

 Discussion  

 The ANL procedure 
 Typically ANL is measured by delivering an audio-recorded story to 

a transducer through one channel of the audiometer. Each individual 

is asked to use an up-and-down approach to adjust the sound level of 

the story to the most comfortable level (MCL), by fi rst increasing the 

                        Discussion Paper    

 Does the acceptable noise level (ANL) predict hearing-aid use?      

    Steen  Ø stergaard     Olsen  *     &         K. Jonas     Br ä nnstr ö m  †    

  * Research Laboratory, Department of Otorhinolaryngology, Head and Neck Surgery, Copenhagen University Hospital, Rigshospitalet, Denmark, 
 †  Department of Logopedics, Phoniatrics and Audiology, Clinical Sciences, Lund University, Lund, Sweden                             

  Abstract 
  Objective:  It has been suggested that individuals have an inherent acceptance of noise in the presence of speech, and that different acceptance of noise results in different hearing-aid 

(HA) use. The acceptable noise level (ANL) has been proposed for measurement of this property. It has been claimed that the ANL magnitude can predict hearing-aid use patterns. 

Many papers have been published reporting on different aspects of ANL, but none have challenged the predictive power of ANL. The purpose of this study was to discuss whether ANL 

can predict HA use and how more reliable ANL results can be obtained.  Design:  Relevant literature regarding the ANL was found on Medline, Embase, and Google Scholar. Addi-

tional information was found as references in the included papers and through personal contacts, for instance when attending audiology conferences.  Study sample:  Forty-fi ve papers 

published in peer reviewed journals as well as a number of papers from trade journals, posters and oral presentations from audiology conventions.  Conclusions:  An inherent acceptance 

of noise in the presence of speech may exist, but no method for precise measurement of ANL is available. The ANL model for prediction of HA use has yet to be proven valid.  

  Key Words:   Acceptable noise level; ANL; accuracy; precision; repeatability; prediction; hearing-aid use   

  Correspondence: Steen  Ø stergaard Olsen Research Laboratory, Department of Otorhinolaryngology, Head and Neck Surgery, University Hospital, Rigshospitalet, DK-2100 

Copenhagen, Denmark. E-mail: steen.oestergaard.olsen@ regionh.dk  

 (Received 1 February 2013; accepted 26 August 2013) 

ISSN 1499-2027 print/ISSN 1708-8186 online © 2014 British Society of Audiology, International Society of Audiology, and Nordic Audiological Society

DOI: 10.3109/14992027.2013.839887

International Journal of Audiology 2014; 53: 2–20

In
t J

 A
ud

io
l D

ow
nl

oa
de

d 
fr

om
 in

fo
rm

ah
ea

lth
ca

re
.c

om
 b

y 
V

A
 M

ed
ic

al
 C

tr
 o

n 
01

/1
4/

14
Fo

r 
pe

rs
on

al
 u

se
 o

nl
y.



 ANL and hearing aid use   3

loudness until the speech signal becomes too loud, then decreasing 

it until it becomes too soft, and fi nally selecting the MCL. When 

the MCL for speech has been found, a noise signal is delivered to 

the same transducer through the other channel of the audiometer. 

The individual is asked to adjust the noise to an acceptable back-

ground noise level (BNL). While the speech signal remains at the 

established MCL the individual is asked to increase the loudness 

of the noise until it becomes too loud, then to decrease it until the 

speech becomes very clear, and fi nally the individual selects the 

BNL. Nabelek et   al (2004) described the BNL as a maximum level 

of the background noise to which the participant would be willing 

to accept or  ‘ put up with ’  without becoming tense and tired while 

listening to and following the words of the story. The ANL is calcu-

lated by subtracting the BNL from the MCL (ANL    �    MCL  �  BNL). 

A high ANL value means that the tested individual accepts little 

noise compared to the speech level (the difference between MCL and 

BNL is big) and a low ANL value means that the individual accepts 

much noise (the difference between MCL and BNL is small). 

 Goldman (2009) showed that it is mandatory to follow the pro-

cedure mentioned above as the testing method used to establish the 

BNL (ascending or descending noise) has an impact on the ANL 

outcome. 

 Calculating the mean of replicated ANL measurements could help 

obtain an ANL as close as possible to the  ‘ true ’  ANL (Altman, 1991). 

In 45 peer-reviewed ANL studies (Table 1), the MCL was established 

using a single measurement (n    �    16), two replications (n    �    13), three 

replications (n    �    10). In the last study, a preset fi xed speech presenta-

tion level was used for all measurements. Five articles did not report 

the number of MCL replications used. The BNL has been established 

using a single measurement (n    �    6), two replications (n    �    14), three 

replications (n    �    20), or four replications (n    �    1). Four papers did not 

report the number of BNL replications used. Notably, seven articles 

state that one or more replications were excluded before the ANL 

was calculated (Freyaldenhoven et   al, 2005a, 2007; Plyler et   al, 2007; 

Donaldson et   al, 2009; Peeters et   al, 2009; Rishiq et   al, 2012). Such 

an approach might introduce a bias in the results. Holm  &  Kastberg 

(2012) showed improved repeatability by increasing the number of 

replications to twelve.   

 SUMMARY 
 The ANL procedure is well established with regard to most of the 

included steps, but replicated measurements are — in spite of the 

known benefi ts — not always used. Exclusion of some of the mea-

sured replications may introduce bias.    

 Speech materials 
 ANL has been introduced in several languages: American English 

(Nabelek et   al, 2004), Australian English (Walravens et   al, 2012), 

German (Fredelake et   al, 2012), Korean (von Hapsburg  &  Bahng, 

2006), Mandarin (Chen et   al, 2011), and Swedish and Danish 

(Br ä nnstr ö m et   al, 2012a). Two studies (Br ä nnstr ö m et   al, 2012a; Ho 

et   al, 2013) have investigated the usability of a speech like signal 

without semantic content called the international speech test signal 

(ISTS; Holube et   al, 2010). Gordon-Hickey  &  Moore (2008) also 

investigated ANL with two speech signals that were unintelligible to 

the listener (a backward recording of the commonly used American 

English speech material and a recording of conversational Chinese). 

Forty of the studies in Table 1 were carried out with English speech 

material. 

 When performing the ANL, the individual ’ s comprehension of the 

story is not tested and according to Goldman (2009) the degree of 

attention the individual pays to the story does not infl uence the ANL. 

As mentioned, unintelligible speech signals or speech-like signals 

have been used for ANL measurements, but also excerpts from nov-

els recorded as audio books (Br ä nnstr ö m et   al, 2012a; Walravens 

et   al, 2012) have been used. von Hapsburg  &  Bahng (2006) recorded 

a Korean children ’ s story for the ANL measurement. Recordings 

of non-fi ctional literature, like descriptions of geography, history or 

travel have also been used (Nabelek et   al, 2004; Plyler et   al, 2011; 

Br ä nnstr ö m et   al, 2012a). For the German ANL, Fredelake et   al 

(2012) used sentences consisting of fi ve words with a fi xed syntac-

tical structure (name-verb-number-adjective-object). Each sentence 

was grammatically correct but semantically unpredictable. 

 Chen et   al (2011) found no difference between ANLs obtained 

with Mandarin speech materials which were rated as being  ‘ easy ’  

or  ‘ diffi cult ’  in content. Plyler et   al (2011) reported that the content 

of the samples used as speech signal did not signifi cantly affect 

ANL. von Hapsburg  &  Bahng (2006) investigated potential language 

effects on ANL measured in bilinguals and found no differences 

between ANLs measured with English and Korean speech materi-

als. In a normal-hearing population Br ä nnstr ö m et   al (2012a) found 

a trend that ANL was lower when assessed using ISTS as speech 

than with Danish or Swedish speech signals. In contrast, Gordon-

Hickey  &  Moore (2008) found that ANL increased signifi cantly 

using reversed or unfamiliar language as speech signal compared 

to intelligible speech, while Ho et   al (2013) found no difference 

between ANLs measured with ISTS and the listener ’ s fi rst-language 

(English or Mandarin). Based on these results it cannot be concluded 

whether the ANL measure is independent of language and of seman-

tic content or not. 

 Nabelek et   al (1991) used a recording of a female speaker as the 

speech signal, but since then, male speaker recordings have most 

often been used. Plyler et   al (2011) found no signifi cant effect of 

speaker gender on the ANL, while Gordon-Hickey et   al (2012a) 

found a statistically signifi cant but clinically insignifi cant speaker 

gender effect on ANL ( �    1 dB). Goldman (2009) showed that listen-

ers accepted more background noise when listening to clear speech 

(Helfer, 1997) than when listening to speech with normal or fast 

speech rate. In agreement with this, Br ä nnstr ö m et   al (2012a) found 

 Abbreviations     

  ADHD    Attention defi cit/hyperactivity disorder   

  ANL    Acceptable noise level   

  APHAB    Abbreviated profi le of hearing-aid benefi t   

  BNL    Background noise level   

  CR    Coeffi cient of repeatability   

  HA    Hearing aid   

  HTL    Hearing thresholds   

  ICC    Intraclass correlation coeffi cients   

  IOI-HA    International outcome inventory for hearing aids   

  ISTS    International speech test signal   

  LDL    Loudness discomfort level   

  MCID    Minimal clinically important difference   

  MCL    Most comfortable level   

  SD    Standard deviation   

  SNR    Signal-to-noise ratio   

  WMC    Working memory capacity   
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4    S. Ø. Olsen & K. J. Br ä nnstr ö m

  Table 1. Forty-fi ve studies published in peer-reviewed journals with information on language version, number of subjects, subjects ’  hearing 

status, transducers, and presentation mode. NH    �    normal hearing, HI    �    hearing impaired, CI    �    cochlear implant.  

 Study  Language  Number of subjects  Hearing status  Transducer  Presentation 

Nabelek et   al, 1991 English 75 NH/HI Earphones Monaural

Crowley &  Nabelek, 1996 English 46 HI Earphones Monaural

Rogers et   al, 2003 English 50 NH Loudspeaker Binaural

Nabelek et   al, 2004 English 50 HI Loudspeaker Binaural

Freyaldenhoven et   al, 2005a English 40 HI Loudspeaker Binaural

Freyaldenhoven et   al, 2005b English 15 NH Loudspeaker Binaural

Harkrider  &  Smith, 2005 English 31 NH Earphones Monaural and dichotic

Franklin et   al, 2006 English 20 NH Loudspeaker Binaural

Freyaldenhoven et   al, 2006a English 30 NH Loudspeaker Binaural

Freyaldenhoven et   al, 2006b English 39 HI Loudspeaker Binaural

Freyaldenhoven et   al, 2006c English 19 HI Loudspeaker Binaural

Harkrider  &  Tampas, 2006 English 13 NH Earphones Diotic

Mueller et   al, 2006 English 22 HI Loudspeaker Binaural

Nabelek et   al, 2006 English 191 HI Loudspeaker Binaural

Tampas  &  Harkrider, 2006 English 21 NH Earphones Diotic

von Hapsburg  &  Bahng, 2006 English, Korean 30 NH Loudspeaker Binaural

Freyaldenhoven et   al, 2007 English 99 NH/HI Loudspeaker Binaural

Gordon-Hickey  &  Moore, 2007 English 24 NH Loudspeaker Binaural

Plyler et   al, 2007 English 40 NH/HI Loudspeaker Binaural

Freyaldenhoven et   al, 2008a English 191 HI Loudspeaker Binaural

Freyaldenhoven et   al, 2008b English 69 HI Loudspeaker Binaural

Gordon-Hickey  &  Moore, 2008 English 30 NH Loudspeaker Binaural

Plyler et   al, 2008 English 24 NH/CI Loudspeaker Binaural

Ahlstrom et   al, 2009 English 21 HI Loudspeaker Binaural

Donaldson et   al, 2009 English 20 CI Loudspeaker Binaural

Johnson et   al, 2009 English 15 HI Loudspeaker Binaural

Peeters et   al, 2009 English 18 HI Loudspeaker Binaural

Adams et   al, 2010 English 24 NH Loudspeaker Binaural

Julstrom et   al, 2011 English 57 HI Telecoil Hearing aid

Kim  &  Bryan, 2011 English 15 HI Loudspeaker Binaural

Moore et   al, 2011 English 68 NH Earphones Diotic

Plyler et   al, 2011 English 43 NH Loudspeaker Binaural

Chen et   al, 2011 English, Mandarin 31 NH Loudspeaker Binaural

Br ä nnstr ö m et   al, 2012a Danish, Swedish, ISTS 80 NH Earphones Monaural

Br ä nnstr ö m et   al, 2012b Swedish 21 NH Earphones Monaural

Franklin et   al, 2012 English 25 NH Loudspeaker Binaural

Fredelake et   al, 2012 German 21 NH/HI Earphones Diotic

Gordon-Hickey et   al, 2012a English 30 NH Loudspeaker Binaural

Gordon-Hickey et   al, 2012b English 25 NH Earphones Diotic

Nichols  &  Gordon-Hickey, 2012 English 70 NH Loudspeaker Binaural

Olsen et   al, 2012a Danish, ISTS 40 NH Earphones Monaural

Olsen et   al, 2012b Danish, ISTS 63 HI Earphones Monaural

Rishiq et   al, 2012 English 19 NH Earphones Monaural

Recker  &  Edwards, 2013 English 20 NH/HI Loudspeaker Binaural

Ho et   al, 2013 English, Mandarin, ISTS 60 NH Loudspeaker Binaural

that Swedish individuals accepted more noise while listening to a 

Swedish text presented at 3 syllables per second than Danish indi-

viduals listening to a Danish text presented at 4 syllables per second. 

However, Ho et   al (2013) did not observe a similar trend between 

American English (4.5 syllables per second) and Mandarin (3.6 

syllables per second).  

 SUMMARY 
 Most ANL studies have been carried out using English speech 

materials. Speaker gender does not affect the ANL, but the speech 

rate and the semantic content may have infl uence on the ANL 

outcome.    

 Noise materials 
 Among the studies listed in Table 1, forty-one studies used the 

conventional multi-talker babble for the BNL measurement, while 

three studies (Mueller et   al, 2006; Peeters et   al, 2009; Fredelake 

et   al, 2012) used non-modulated speech-shaped noise. These three 

studies investigated the effect of a noise reduction algorithm which 

reduces sound with little fl uctuation (labeled as noise). This might 

be the reason for selecting this type of noise signal. Of the 41 stud-

ies using multi-talker babble as noise signal, the effect of other 

noise types were also investigated in seven studies (Nabelek et   al, 

1991; Freyaldenhoven et   al, 2006a; Gordon-Hickey  &  Moore, 2007; 

Br ä nnstr ö m et   al, 2012a; Gordon-Hickey et   al, 2012a; Olsen et   al, 
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 ANL and hearing aid use   5

2012a,b). The additional signals used as competing noise were: 

Non-modulated or modulated speech-shaped noise, traffi c noise, 

music, pneumatic drill, one person talking (forward and backward 

recording), and four-talker babble. 

 Nabelek et   al (1991) found no effect of noise type on ANL except 

for music, and Crowley &  Nabelek (1996) found that the difference 

between ANLs measured with 12-speaker babble and steady state 

speech-shaped noise was less than 1 dB. Other studies have reported 

that noise type infl uences ANLs. For instance, mean ANLs obtained 

by Freyaldenhoven et   al (2006a) using speech-babble noise were 

approximately 2 dB lower than mean ANLs obtained using speech-

spectrum noise. Gordon-Hickey  &  Moore (2007) compared ANL 

with the conventional 12-talker babble with six music samples as 

noise signals. The mean ANL found with music was 3.7 dB lower 

than the ANL found with speech babble, but ANL for music was 

not related to music preference. Gordon-Hickey et   al (2012a) found 

only a small effect on the mean ANL (about 1 dB) when compar-

ing a one-talker masker with a multi-talker masker. Gordon-Hickey 

et   al (2012a) also found a 0.86 dB lower mean ANL with backward 

recorded speech as compared to intelligible speech. According to 

the authors, intelligible one-talker background acts primarily as an 

informational masker yielding higher ANLs. 

 In two groups of normally-hearing subjects, Br ä nnstr ö m et   al 

(2012a) found signifi cantly lower mean ANLs measured with mod-

ulated speech-weighted noise than with speech-babble. The differ-

ence was about 4 dB. In a study of hearing-impaired subjects (Olsen 

et   al, 2012b), executed in one of the facilities used by Br ä nnstr ö m 

et   al (2012a), no difference between ANLs measured with the same 

two stimuli was found. Referring to the  ‘ glimpse effect ’  (Cooke, 

2006), Phatak  &  Grant (2012) found that hearing-impaired listeners 

achieved as much modulation benefi t as normal-hearing listeners 

for slower masker modulation rates (2, 4, and 12 Hz), but showed 

a reduced benefi t for the fast masker modulation rate of 32 Hz. If 

the  ‘ glimpse effect ’  in contrast to what was suggested by Gordon-

Hickey et   al (2012a) also has an infl uence on ANL it may explain 

both the ANL differences found in normal-hearing subjects and that 

the ANLs are the same in hearing-impaired subjects when measured 

with speech-babble and with modulated speech shaped noise.  

 SUMMARY 
 In most studies speech babble has been used as noise signal, which 

seems to be warranted since most studies comparing different noise 

materials for ANL measurement shows that the noise material has an 

infl uence on the ANL outcome. ANL values may depend on whether 

the masking is informational or energetic, and whether the masking 

is steady state or fl uctuating.    

 Presentation mode 
 Nabelek et   al (1991) presented the speech and noise signals mon-

aurally through earphones, but in most studies (31 of 45 articles we 

have reviewed, Table 1) the signals were presented in the sound fi eld 

through loudspeaker(s). However, insertion, supra-aural, and cir-

cumaural earphones have been used (e.g. Harkrider  &  Smith, 2005; 

Tampas  &  Harkrider, 2006; Harkrider  &  Tampas, 2006; Moore et   al, 

2011; Br ä nnstr ö m et   al, 2012a). In most of the peer reviewed studies, 

the test was conducted binaurally (31 studies), but monaural (eight 

studies), diotic (fi ve studies), and dichotic (one study) presentations 

have also been used. Freyaldenhoven et   al (2006b) demonstrated 

that ANLs measured through monaural amplifi cation are similar to 

those obtained using binaural amplifi cation. No study has directly 

investigated differences between monaural, diotic, and binaural 

ANLs. Dichotic presentation yields the largest ANL range,  �    18 to 

40 dB (Harkrider  &  Smith, 2005). Also, different versions of ANL 

seem to provide differences in absolute ANL values (Nabelek et   al, 

1991; Rogers et   al, 2003; Franklin et   al, 2006; Freyaldenhoven et   al, 

2007; Harkrider  &  Tampas, 2006; Tampas  &  Harkrider, 2006; von 

Hapsburg  &  Bahng, 2006; Gordon-Hickey  &  Moore, 2007; Plyler 

et   al, 2008). Presentation mode yields differences in ANLs, but we 

argue that it should not affect the relationship between ANL and HA 

use. Any association should present itself irrespective of absolute 

ANLs. However, if ANL data are collected differently than done by 

Nabelek et   al, (2006) who presented signals through a front loud-

speaker, these authors recommend developing new baseline data.  

 SUMMARY 
 Several transducer types have been used for the presentation of 

ANL signals. If transducers other than a front loudspeaker are used, 

normative data for the specifi c transducer should be used.    

 Response modes 
 Hand signs or hand-held buttons allowing the test subject to sig-

nal the experimenter to adjust the levels of speech and noise have 

been used in most studies listed in Table 1 (n    �    32). In other studies 

individuals have adjusted the levels themselves using attenuators, 

audiometer controls, or computerized potentiometers. Most notably, 

in the seminal study by Nabelek et   al (1991) the individuals adjusted 

the levels themselves and had visual feedback from audiometer dials. 

Although each individual was instructed to disregard the markings 

on the audiometer dials, the visibility of the settings represents an 

important bias. A hand sign that the experimenter must interpret 

also implies bias on the ANL results. In our opinion procedures in 

which individuals adjust the dials without visual feedback with a 

fi nal ready sign from the individual (Br ä nnstr ö m et   al, 2012a) or 

using a personal computer equipped with a custom graphical user 

interface (Recker  &  Edwards, 2013) have the least bias and should 

be preferred.  

 SUMMARY 
 In most studies test subjects signalled the experimenter to increase 

or decrease the levels of the test signals. Direct adjustments of the 

levels by the test subjects should be preferred.    

 Instructions 
 As with any psycho-physical method, the instructions given are very 

important for the outcome. Rogers et   al (2003) were the fi rst to 

publish written and verbal ANL instructions. Freyaldenhoven et   al 

(2005a) published the instruction set that is now most often used 

and which is included in the accompanying leafl et to the ANL CD 

(Acceptable Noise Level Test, Cosmos Distributing Inc). 

 The instructions read: 

 For the MCL:  ‘ You will listen to a story through a loudspeaker. After 

a few moments, select the loudness of the story that is most comfort-

able for you, as if listening to a radio. Hand-held buttons will allow 

you to make adjustments. First, turn the loudness up until it is too 

loud and then down until it is too soft. Finally, select the loudness 

level that is most comfortable for you.  ’  

 For the BNL:  ‘ You will listen to the same story with background 

noise of several people talking at the same time. After you have 

listened to this for a few moments select the level of background 
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6    S. Ø. Olsen & K. J. Br ä nnstr ö m

noise that is the MOST you would be willing to accept or  ‘ put up 

with ’  without becoming tense or tired while following the story. First, 

turn the noise up until it is too loud and then down until the story 

becomes very clear. Finally, adjust the noise (up and down) to the 

MAXIMUM noise level that you would be willing to  ‘ put up with ’  

for a long time while following the story. ’  

 The instruction set is often modifi ed to fi t individual needs. For 

example this is the case when listeners do not use hand-held but-

tons to respond or when the noise is not babble. Such modifi cations 

may have an infl uence on the ANL outcome and should therefore be 

limited to the absolutely necessary. 

 Of the papers listed in Table 1, thirty-four papers include the 

instruction text or give a reference to a specifi c paper in which the 

text can be found. From reading the papers, it is not always clear if 

instructions were given orally, in writing or both. In eleven papers 

the content of the instructions was not revealed. This may cause 

problems, for instance when ANL results are compared across stud-

ies and it is not possible to consider the infl uence from varying 

instruction sets. 

 Translation and interpretation of the instructions could have a 

large effect on the ANL outcome. Administering the ANL with 

translated instructions should be done with caution (Ho et   al, 2013). 

Ho et   al (2013) and Br ä nnstr ö m et   al (2012a) found that extrinsic fac-

tors, such as examiner attitude, and the listener ’ s cultural background, 

might cause ANL differences between groups of individuals.  

 SUMMARY 
 Most studies have used the instruction set by Freyaldenhoven et   al 

(2005a), which should be recommended in order to ensure that ANL 

measurements can be compared to the widest possible extent. Trans-

lations should be faithful not only to the wording but also to the 

characteristic of the ANL measure.    

 Factors related to ANL 
 Several studies suggest that ANL is inherent to the individual 

(Nabelek et   al, 1991, 2006; Rogers et   al, 2003; Tampas  &  Harkrider, 

2006), and this would, for example, mean that ANL should remain 

constant regardless of whether the right or the left ear is measured. 

However, Freyaldenhoven et   al (2006b) reported differences of up to 

6 dB in ANL between ears in four individuals. Rather than taking this 

report as evidence that individuals might have different ANL on the 

right and the left ear as suggested by Freyaldenhoven et   al (2006b), 

we believe that these discrepancies most probably occur due to the 

poor precision of ANL measurements (see below). 

 Measurements of the ANL show very large variations across 

individuals. Some factors which do not affect ANL include: age 

(Nabelek et   al, 1991; Moore et   al, 2011), gender (Rogers et   al, 2003), 

the loudness discomfort level (LDL) in individuals with normal hear-

ing (Franklin et   al, 2012) and speech scores in noise (Nabelek et   al, 

2004). Activity levels in the medial olivocochlear bundle system 

have no infl uence on ANL outcome (Harkrider  &  Smith, 2005). 

Nabelek et   al (1991, 2006) reported that degree of hearing loss does 

not affect ANLs, while Walravens et   al (2012) showed a weak but 

statistically signifi cant association between ANL and hearing loss in 

a study with 290 individuals. 

 Franklin et   al (2006) and Freyaldenhoven et   al (2007) demon-

strated that ANL increases with increasing MCL. Br ä nnstr ö m et   al 

(2012b) investigated a possible association between working memory 

capacity (WMC) and ANL. A strong association was found between 

BNL and WMC while a much weaker but still statistically signifi -

cant association was found between ANL and WMC. Freyalden-

hoven et   al (2005a) found that ANL decreased when female college 

students with attention defi cit/hyperactivity disorder (ADHD) were 

medicated with stimulant drugs. The authors suggested that this was 

caused by changes in auditory processing resulting from central pro-

cesses like suppression of cortical activity or enhanced inhibitory 

processes. Harkrider  &  Tampas (2006) and Tampas  &  Harkrider 

(2006) found differences in the auditory brainstem response, audi-

tory middle latency response, and cortical, auditory late latency 

response between a group of females with high ANLs and a group 

of females with low ANLs. According to these authors, central cog-

nitive processes govern the acceptance of background noise when 

listening to speech. 

 Nichols  &  Gordon-Hickey (2012) investigated the infl uence of 

two specifi c personality characteristics on ANLs: locus of control 

and self-control. Individuals who view events as the result of their 

own actions have an internal locus of control, while individuals who 

view events as the result of luck or fate have an external locus of 

control. Nichols  &  Gordon-Hickey (2012) found no signifi cant asso-

ciation between locus of control and ANLs. However, greater self-

control, which refers to the ability to control one ’ s own thoughts, 

emotions, impulses, and performance, was found to be associated 

with lower ANLs (Nichols  &  Gordon-Hickey, 2012). Still, self-con-

trol only accounted for 8% of the ANL variance. Thus, psychological 

factors infl uence the ANL. 

 To prove that ANL is inherent to the individual it would be 

necessary to carry out a prospective ANL study showing that the 

individual ANL remains the same through life, independent of 

changing life conditions.  

 SUMMARY 
 ANL is not infl uenced by age, gender, LDL, speech in noise scores, 

and activity levels in the medial olivocochlear bundle system. It is 

uncertain whether hearing sensitivity has infl uence on the ANL. 

ANL is associated with the WMC and is infl uenced by the intake of 

stimulant drugs, by psychological factors, and by the speech presen-

tation level. Central cognitive processes govern ANL. Whether ANL 

is an inherent property has not yet been proven.    

 Accuracy and precision of ANL measurements 
 ANL is a psychoacoustic test which is limited by two central fea-

tures encountered in all psychoacoustic testing: accuracy and preci-

sion. Measurement accuracy is the closeness of agreement between 

a measured quantity value and a true quantity value (ISO/IEC, 2007). 

The ANL is the only method for measurement of the acceptance of 

noise in the presence of speech. It is therefore diffi cult to estimate 

the accuracy of ANL measurements. 

 Measurement precision (or repeatability) is the closeness of 

agreement between measured quantity values obtained by replicate 

measurements on the same or similar objects under specifi ed condi-

tions (ISO/IEC, 2007). The results of a hearing test from a certain 

individual should be similar when repeated by the same or by other 

testers. In some earlier studies on repeatability of pure-tone audiom-

etry (Jerlvall  &  Arlinger, 1986; Beahan et   al, 2012; Kam et   al, 2012) 

precision was reported as the percentage of agreement between the 

thresholds obtained at two measurements and/or as the SD of the 

differences between measurements. The coeffi cient of repeatability 

(CR; Bland  &  Altman, 1986), which is 1.96    �    SD of the differences 

between the repeated measurements, is also a measure of preci-

sion. This means that for a normal distribution, 95% of the absolute 
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 ANL and hearing aid use   7

differences will be less than the CR. In this manner the CR estimates 

the agreement between repeated individual measurements, which is 

needed to evaluate the precision of ANL. The minimal clinically 

important difference (MCID) is the smallest relevant or important 

difference between measures (Beaton et   al, 2002) and it must be 

taken into consideration when evaluating the precision of a method. 

The MCID is not a value that can be calculated; rather it has to be 

estimated for each type of measurement based on the property that is 

going to be measured. HA directional microphones and noise reduc-

tion algorithms reduce ANL by about 3 – 4 dB (Freyaldenhoven et   al, 

2005b; Mueller et   al, 2006; Kim  &  Bryan, 2011). Freyaldenhoven 

et   al (2006a) stated that a 2-dB difference in ANL may not be clini-

cally relevant, Ho et   al (2013) used 3 dB as the clinically signifi cant 

difference, and according to Gordon-Hickey et   al (2012a) a 0.66-dB 

difference in ANL may not be clinically signifi cant for measurement 

of ANL. If the MCID based on these data is selected as 3 dB, then to 

deem the ANL repeatable, the CR should be less than 3 dB. 

 According to Nabelek et   al (2006) individuals can be separated 

into three ANL categories: (1) Individuals with ANL    �    7 dB will 

become successful users (HAs used whenever needed), (2) individu-

als with ANL    �    13 dB will become unsuccessful users (HAs used 

occasionally / HAs no longer used), (3) for individuals with ANL 

between 7 – 13 dB, HA use cannot be predicted. An ANL CR at 3 dB 

is much less than the 6 dB that separates ANLs predicting success-

ful and unsuccessful hearing-aid use and hence it could be avoided 

that measurements from one occasion would predict success and a 

repeated measurement would predict lack of success just because 

of poor precision. 

 Table 2 shows the CRs reported from four studies (Olsen et   al, 

2012a,b; Holm  &  Kastberg, 2012; Walravens et   al, 2012) and from 

one study (Gordon-Hickey et   al, 2012a) that did not report the CR, 

but in which case we in an earlier paper (Olsen et   al, 2013) were 

able to calculate the CR based on the data given in the original 

paper. Along with the CRs the maximum differences between 

repeated measures from the papers are shown. Two other papers 

(Freyaldenhoven et   al, 2006a; Nabelek et   al, 2004) did not report 

CRs or maximum differences, but in a later paper Nabelek et   al 

(2007) reported that in these two mentioned studies the maxi-

mum differences shown in Table 2 were found. All but one study 

(Gordon-Hickey et   al, 2012a) reported data obtained with the same 

test subjects and testers at different test sessions. Gordon-Hickey 

et   al (2012a) compared measurements at three test sessions on the 

same day with the same test subjects but with three different testers. 

It is clear that most studies in Table 2 report magnitudes of CRs and/

or differences between repeated measures, which do not allow for 

reliable ANLs. One study (Nabelek et   al, 2004) reports remarkably 

low test-retest differences compared to the other studies. A possible 

reason for the small differences might be that the individuals had 

previously participated in ANL studies, while the individuals in the 

other studies were completing the ANL for the fi rst time.  

 SUMMARY 
 The accuracy of ANL measurements is unknown, while it has been 

demonstrated that the precision of ANL measurements is too poor 

to yield repeatability lower than 3 dB.    

 Prediction of future HA use 
 It would be valuable to identify a priori factors infl uencing HA ben-

efi t, use time, and satisfaction. Knudsen et   al (2010) examined the 

literature covering studies addressing four variables: help seeking, 

hearing-aid uptake, hearing-aid use, and satisfaction with hearing 

aids. Knudsen et   al (2010) found that among 31 quoted factors, only 

one — self-reported hearing disability — positively affected all four 

outcome variables. 

 Nabelek et   al (2006) estimated that ANL alone can predict HA 

use with 85% accuracy. However in a letter to the editor, Nabelek 

et   al (2007) wrote that the ANL accuracy in predicting hearing aid 

success was 82%, while the precision for predicting lack of suc-

cess was 83.6%, and that about 25% of listeners therefore would 

be misclassifi ed with the ANL procedure. Further, Nabelek et   al 

(2006) stated that a statistical model tend to fi t the data upon which 

  Table 2. The coeffi cients of repeatability (CR) from fi ve studies are shown, along with the maximum difference between the fi rst and the 

last measured ANL from six studies. The CR and the maximum differences between measurements from the study by Gordon-Hickey et   al 

(2012b) was calculated by us using data from tables and fi gures in the original study. The maximum differences between measurements in 

the studies by Freyaldenhoven et   al (2006a) and Nabelek et   al (2004) were reported by Nabelek (2007). The repeatability is shown for six 

studies with the same tester (intra tester) and one study with different testers (inter tester).  

 Sessions on the same day  Sessions on separate days 

 Study 

 Number of 
subjects 

 Normal 
hearing  Mixed 

 Impaired 
hearing 

 Normal 
hearing 

 Impaired
 hearing 

Intra tester Freyaldenhoven et   al (2006a) 30 CR (dB)  – 

Maximum test-retest difference (dB) 14.3

Nabelek et   al (2004) 50 CR (dB)  – 

Maximum test-retest difference (dB) 4.0

Olsen et   al (2012a) 39 CR (dB) 6.0 – 8.9 8.8 – 10.2

Maximum test-retest difference (dB) 12.0 15.3

Olsen et   al (2012b) 63 CR (dB) 6.5 – 8.6 7.1 – 8.8

Holm  &  Kastberg (2012) 32 CR (dB) 7.6

Maximum test-retest difference (dB) 14.0

Walravens et   al (2012) 290 CR (dB) 8.5

Max test retest diff (dB) 20

Inter tester Gordon-Hickey et   al (2012a) 25 CR (dB) 4.7 – 7.6

Max test retest diff (dB) 8.7
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they are developed better than on independent data. The ANL model 

has never been tested on independent data, which would be needed 

to show its predictive power (Schwartz  &  Cox, 2012). It would be 

interesting to investigate whether ANL can predict HA use in a na ï ve 

group of hearing-impaired individuals before they are fi tted with 

their fi rst HA. 

 As stated before, the ANL model predicts that individuals with 

ANL    �    7 dB will become successful users (HAs used whenever 

needed), and that individuals with ANL    �    13 dB will become unsuc-

cessful users (HAs used occasionally / HAs no longer used), but that 

HA use not can be predicted for individuals with ANL between 7 – 13 

dB. In the paper, HA use was based on hearing-impaired individuals ’  

responses to a questionnaire which reads:  ‘ How do you use your 

HAs? (check 1, 2, or 3) ’ . 1. I wear my HAs whenever I need them 

(Approximately how many hours?); 2. I only wear my HAs occa-

sionally (Approximately how many hours?/Why? Briefl y describe 

the situations); and 3. I do not wear my HAs (Why do you not wear 

them?). We argue, that the statement  ‘ I wear my HAs whenever 

I need them ’  defi ning the group of successful users is rather vague 

and that the unsuccessful group collapsed of groups 2 and 3 is too 

heterogeneous. A measure that tells us that a hearing-impaired indi-

vidual in the future will use their HA  ‘ whenever needed ’  is not very 

informative. Before further discussing if ANL accurately predicts 

future HA use, meaningful HA-use categories should be defi ned. 

 In a retrospective study, Schwartz  &  Cox (2012) questioned the 

predictive power of ANL, since it could not predict HA-use as mea-

sured by fi ve standardized hearing outcome measures (e.g. the abbre-

viated profi le of hearing aid benefi t (APHAB); Cox  &  Alexander, 

1995). A possible relationship between APHAB and ANL was also 

investigated by Freyaldenhoven et   al (2008a), who, in agreement 

with Schwartz  &  Cox (2012), found no relationship between the two 

measures. Taylor (2008) found that ANL could predict scores on the 

international outcome inventory for hearing aids (IOI-HA; Cox et   al, 

2000), a fi nding that Olsen et   al (2012b) could not replicate. Hartley 

et   al (2010) concluded that since ANLs do not appear to be related 

to reported hours of usage, they may not be useful in predicting HA 

utilization in potential users. Finally, it is noteworthy that a recent 

study (Walravens et   al, 2012), in contrast to Nabelek et   al (2006), 

found that unsuccessful HA users have statistically signifi cant  lower  

ANL values than successful users (P    �    0.05).  

 SUMMARY 
 The ANL categories are not very informative, and 25% of test sub-

jects would be misclassifi ed by ANL. The predictive power of ANL 

has never been tested on independent data.    

 A conceptual ANL model 
 Numerous studies on ANL have been published, but only recently a 

study by Wu et   al (2013, personal communication) has provided a 

conceptual model of how individuals make their ANL judgements. 

The model suggests that individuals, when performing the ANL, use 

several acoustic features of the stimuli (e.g. speech intelligibility and 

loudness) which they compare to their inherent standard of noise 

acceptability when listening to speech. Furthermore, psychological 

factors (e.g. self-control) infl uence ANLs. The individuals assign 

different weights to both the acoustic features and the psychologi-

cal factors depending on their individual preferences. This might 

be the explanation for the large ANL variability across individuals. 

The model suggests that this complex behaviour could explain why 

the ANL can predict HA use. However, it also suggests that the 

repeatability will be poor since the weights each individual applies 

  

Figure 1. A revised model of how listeners make their ANL judgements based on a model by Wu et al (2013, personal communication). 

The fi rst stage is to establish the MCL by comparing the acoustic features of the speech stimuli to the listeners ’  own inherent standard. 

The MCL is infl uenced by psychological factors and by measurement procedures. All factors have individual weights ( W ). Since the same 

individual might label a whole range of sound levels as the MCL and because ANL increases with increasing MCL, the sound level of the 

selected MCL may be one of the acoustic features affecting the ANL. WMC and central auditory processes play a role for the BNL as well 

as psychological factors. Finally the measurement procedures introduce bias. All factors have individual weights ( W ).  
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 ANL and hearing aid use   9

may change over time. Unfortunately, this model does not recognize 

that there may be a substantial amount of variability induced by the 

method itself. Therefore, we revised the model as seen in Figure 1. 

 The model has two stages: (1) Establishment of the MCL, and (2) 

establishment of the BNL. Each individual fi nds the MCL after com-

paring the acoustic features of the speech stimuli to an inherent stan-

dard, which is also infl uenced by psychological factors. The MCL is 

also infl uenced by measurement procedures and all the factors have 

individual weights ( W ). The MCL is not a threshold but rather a 

range of levels for each individual (Punch et   al, 2004). Franklin et   al 

(2006) and Freyaldenhoven et   al (2007) found that ANL increases 

(becomes poorer) with increasing MCL, and therefore the choice of 

MCL will be one of the acoustic features that affect the ANL. As for 

the MCL, psychological factors play a role for the BNL as well as 

WMC and central auditory processes (Freyaldenhoven et   al, 2005a; 

Harkrider  &  Tampas, 2006; Tampas  &  Harkrider, 2006; Br ä nnstr ö m 

et   al, 2012b). Finally, the measurement procedures introduce bias. 

All factors have individual weights ( W ). Generally, the model is 

similar to the one proposed by Wu et   al (2013, personal commu-

nication) in describing the complex behaviour, but additionally it 

suggests that the nature of the MCL (as a range of levels) adds to 

the variability of the ANL measure. The two models yield identi-

cal ANL results, but the latter demonstrates why ANL due to large 

measurement errors may not be related to HA use.  

 SUMMARY 
 A conceptual ANL model including the effect of measurement pro-

cedures, psychological factors, WMC, and central auditory processes 

has been introduced.    

 Conclusions and future research directions 

 The ANL procedure is well established, but the precision of the exist-

ing ANL method is poor, and it has not been demonstrated that ANL 

is an inherent property. Future research should focus on improving 

the ANL method in order to improve the repeatability. Such research 

should focus on the number of replicated measures, the role of instruc-

tions, and bias of response modes. The conceptual ANL model revised 

for the present paper may help to understand how for instance the 

ANL procedures may affect the precision of the method. 

 Most ANL studies have been carried out using the English ANL 

speech babble noise presented through a front loudspeaker (Nabelek 

et   al, 2006) and the instruction set by Freyaldenhoven et   al (2005a). 

When deviating from this setup, results cannot be compared to the 

baseline data from Nabelek et   al (2006). Normative data for other 

setups should be developed. Great care should be taken in adopting 

ANL to other languages and cultures. 

 Since the presently used ANL categories do not carry much infor-

mation and 25% of test subjects would be misclassifi ed by ANL, new 

categories should be developed and the predictive power of ANL 

should be tested on independent data using the new categories.   
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                             Comments from Earl Johnson, Melinda Freyaldenhoven Bryan, 
and Susan Gordon-Hickey      

   Comments from    Earl     Johnson           

 VA Medical Center, Mountain Home, Tennessee, USA                              

 The Discussion Paper brings to the forefront a number of relevant 

issues related to the acceptance of noise. In addition to questioning 

whether the acceptable noise level (ANL) procedure has predictive 

value for determining hearing-aid use, the authors are not convinced 

that the current methodology for measuring ANL is itself  ‘ accept-

able ’  from either an accuracy or reliability point of view and, con-

sequently, may have less clinical utility than has been previously 

reported. 

 Pertinent to the fundamental hypothesis that individuals have an 

inherent acceptance of noise in the presence of speech, the ANL 

procedure is perhaps best viewed as originally described in 1991 by 

Nabelek, Tucker and Letowski. At that time, the procedure was called 

the tolerated signal-to-noise ratio (SNR), where the wording of  ‘ tol-

erated ’  has since been used interchangeably with  ‘ acceptable. ’  

 In the vein of interchangeability, the term  ‘ SNR ’  was subsequently 

replaced with  ‘ noise level ’ , where both terms refer to the difference 

between: 

 The most comfortable level (MCL) for listening to speech; and 1. 

 The maximum background noise level (BNL) while listening to 2. 

speech in accordance with the instruction set provided by the 

tolerated SNR (ANL) procedure developers. 

 From the tolerated SNR viewpoint, the ANL procedure is rather 

straightforward and less mystic. The concept of a tolerated SNR is 

most likely readily conceivable and familiar to most all audiologists. 

From the beginning of our educational and clinical training we, as 

audiologists, have had speech-recognition-in-noise paradigm train-

ing based on the latest evidence. As such, the ANL accomplishment 

of estimating a tolerated SNR that differs from a separate physical 

measure of environmental SNR that determines speech recognition 

performance is logical and, admittedly, clinical appealing. Accord-

ingly, we were well-positioned for reasonable persuasion that ANL 

might be able to relate well to hearing aid use. And, to be fair with 

regards to our persuasion, the data was convincingly suggestive of 

the likely relationship reality between an ANL and hearing aid use 

(e.g. Nabelek et   al, 2006). The timing for such persuasion was excel-

lent because much evidence had in the previous decades already 

suggested that the SNR loss (impairment) of the patient as well as 

the speech recognition performance in noise achieved with hearing 

aids (i.e. objective data) were, somewhat ironically, not related to 

hearing-aid success (i.e. subjective data) or expected use (Turner  &  

Robb, 1987; Rankovic, 1991; Cox  &  Alexander, 1991; Bentler et   al, 

1993a,b; Souza, 2000). 

 In my opinion, part of the popularity of the ANL procedure may 

indeed be attributable to its name change from tolerated SNR. Such 

reasoning is consistent with the perpetual evidence that clever label-

ing, branding, trademarking, or whatever the  ‘ right wording for the 

time ’  is, will always be important to its recognition by others (e.g. 

Keller, 2008). Tolerated SNR still has much less glam and glitter, 

if you will, than ANL. Of course, the clinically relevant fi nding 

that ANL, a singular measure taking less than two minutes, was 

reported to account for the classifi cation of hearing-aid use based on 

reported usage, with 85% accuracy certainly also spurred its popu-

larity (Nabelek et   al, 2006). What audiologist, fi tting hearing aids 

one right after other, wouldn ’ t like to have such a simple metric for 

predicting hearing-aid use? Other simple metrics, establishing self-

perception of hearing ability as a predictor of hearing-aid purchase, 

for example, have also been published (Palmer et   al, 2009). After the 

Nabelek et   al (2006) publication, additional research was begun by 

many researchers around the world to replicate the fi ndings relating 

ANL to hearing-aid use. Now, with nearly a decade gone by, repli-

cation of those original fi ndings have been less than compelling, as 

was summarized in the current discussion paper. 

 Beyond just concerns over accuracy of the ANL procedure, the 

authors of this discussion paper have another point on the distinction 

between measures of the ANL relating retrospectively versus pre-

dicting prospectively hearing-aid use. The authors acknowledge that 

while some research has retrospectively related hearing-aid usage to 

measured ANL values (i.e. higher values are associated with less use 

and vice versa), there have not been any prospective studies of ANL 

and its predictive validity. 

 In my limited view of these matters, the ANL procedure can likely 

gauge an individual ’ s tolerated SNR ratio for a reasonable clinic 

interpretation. Look at pure-tone thresholds, for example, the known 

standard deviation is    �    5 dB with the typical Hughson-Westlake 

procedure. Perhaps acknowledging the variability associated with 

measuring the ANL is warranted. ANL variability, by defi nition of 

its difference calculation between MCL and BNL (two separate mea-

sures), is more variable than a singular measure of either MCL or 

BNL. 

 Also important to acknowledge is the reality that much of how the 

ANL procedure gauges tolerated SNR can be infl uenced by a great 

number of factors that were discussed throughout this discussion 

paper. To date, the ANL procedure has been translated reportedly into 

seven languages. Given that the ANL has been repeatedly reported 

to be unrelated to an individual ’ s comprehension of the story, one 

reasonable matter for researchers and clinicians to contemplate is 

whether it is worthwhile to generate new ANL test material for the 

near 7000 languages spoken on this planet. There is already the avail-

ability of well-reasoned speech-like, but non-semantic signals such 

as the international speech test signal (ISTS; Holube et   al, 2010), and 

previous demonstration that speech spectrum does not differ across 

languages and is, in effect, international (ILTASS; Byrne et   al, 1994) 

which can serve as the stimuli for an ANL test. 

 Ho et   al (2013) was the fi rst to preliminarily investigate if the 

ISTS can serve as the universal stimulus for ANL measures. More-

over, translation and interpretation of the instructions across lan-

guages, while possible, has the potential to impact the measured 
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ANL (e.g. Ho et   al, 2013). Therefore, if the predictive relationship 

of ANL categories (i.e. low, medium, and high) to hearing-aid use, 

as reported by Nabelek et   al (2006), were replicated with confi dence 

and established, for say, American English, then there is not nec-

essarily the potential for application of the same predictive ANL 

categories to other languages, or possibly even other dialects of the 

same language. 

 The next time an article uses the ANL, consider substituting tol-

erated SNR in its place and then approach the interpretation of the 

study fi ndings with the scrutiny of scientifi c approach. If the pre-

diction of hearing-aid use (i.e. a highly behavioral outcome) seems 

too good to be true, it may well be. From behavioral statistics in 

psychology, Cohen (1988, 2003) informed researchers and clini-

cians dealing with behavioral outcomes that accounting for just 25% 

of the variability (i.e. R-values  �  .5) is a notable accomplishment 

(i.e. high). Even when considering a smorgasbord of 25 predictor 

variables, Humes (2003) demonstrated that about two-thirds of the 

variability in hearing-aid outcomes could be accounted for by just 

a few variables. These variables relating to outcome areas of sub-

jective benefi t/satisfaction, speech recognition performance, and 

hearing-aid usage were namely (1) sound quality, (2) audibility, and 

(3) hearing-aid experience, respectively. The ANL test was, unfor-

tunately, not included in the Humes (2003) study methodology for 

predicting hearing-aid usage but, understandably so, as the popular-

ity and expected utility of ANL was not budding until the mid 2000s. 

It is a curious question to consider whether the ANL may have been 

able to account for additional variability in hearing-aid outcomes, 

particularly in the area of hearing-aid usage. 

 In summary, the ANL procedure should provide a reasonable esti-

mate of the signal-to-noise ratio the listener will tolerate. The esti-

mate should be helpful in discussion with the listener about listening 

environments and the signal-to-noise ratios he/she may encounter in 

the real-world. Despite the tolerated SNR of the listener, the primary 

conventional tasks of any hearing-aid used in treatment are the same. 

Those primary tasks are to restore effective audibility as a function of 

frequency and offset SNR loss (i.e. improve speech recognition per-

formance in noise and/or allow the listener to tolerate more adverse 

SNR listening environments in the context of ANL). Achievement of 

these tasks should be pursued in ways that maintain subjective ben-

efi t and satisfaction of the patient, given pervasive concerns related 

to issues of a cosmetic nature, occlusion, excessive loudness, etc. 

that exist when adjusting to hearing aids. 
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  Comments from Melinda Freyaldenhoven Bryan  

 Louisiana Tech University, Ruston, Louisiana, USA 

 The Discussion Paper raises some relevant issues regarding ANL. 

Specifi cally, it focuses on ANL ’ s differences when using different 

speech and background noise materials, response formats, and 

instructions. It further discusses the repeatability and predictive 

value of ANL. The following are comments, which correspond to 

each section of the paper. 

  The ANL procedure 
 It is very important that clinicians/researchers follow the ANL pro-

cedure exactly. Specifi cally, it is important that clinicians/researchers 

use the exact instructions for ANL, including the method of bracket-

ing. It is also important that clinicians/researchers obtain, at least two 

(preferably three) ANL measurements. When completing the repeti-

tions in measurements, it is also important to obtain both MCL and 

BNL. Then, when determining the patient ’ s ANL, take the median 

ANL if there is any discrepancy in the three measured ANLs. This 

should take less than 10 minutes to complete. While some clinicians/

researchers may not be completing multiple ANL measurements, the 

commonplace in audiology is to replicate measurements (i.e. pure 

tones, SRT, etc.). We rarely settle for one behavioral response to 

document how a person hears. ANL is no different.   

 Speech materials 
 The authors discuss how speech materials (i.e. differences in talker 

gender, speech rate, and sematic context) might affect ANL. They 

state that the gender of the talker does not affect ANL, but that 

speech rate and context of the message might. In the studies that 

support these fi ndings, the authors state that Helfer (1997) demon-

strated that more background noise was accepted when the talker 

used Clear Speech. It should be noted that Helfer (1997) did not 

measure ANLs; therefore, this statement is misleading. Helfer (1997) 
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measured listeners ’  speech perception abilities at various signal-

to-noise ratios and found that Clear Speech accompanied with visual 

cues improves speech recognition abilities in noise. While this strat-

egy might also improve ANLs, this phenomenon has not been inves-

tigated. Furthermore, with regard to speech rate, the effect of ANL 

is inconclusive, and the results from the Br ä nnstr ö m et   al (2012) 

study should be viewed with caution in regard to the Swedish text 

presented. The reason for this is that the BNL instructions when trans-

lated were changed signifi cantly. The word  ‘ follow ’  was changed to 

 ‘ listen, ’  changing the meaning of the BNL instructions to  ‘ select the 

loudness level of the noise that the subjects could accept or  ‘ put up 

with ’  without becoming tense or tired while listening to the speech 

signal for a long time. ’  The concept of  ‘ listening ’  is different than 

 ‘ following ’  the story, and may have results in lower ANLs for Swed-

ish subjects when compared to other populations. In other words, 

the difference in the ANL measurements when taken with Swedish 

and Danish texts might have been due to instructions and not the 

presentation rate of speech.   

 Noise materials 
 In this section of the Discussion Paper, the authors state that  ‘ most 

studies comparing different noise materials for ANL measurement 

shows that the noise material has infl uence on the ANL outcome. ’  This 

is not true when looking at the data. In fact, only one study (Br ä nnstr ö m 

et   al, 2012) shows that ANL may be affected by the noise material used. 

The others studies (Nabelek et   al, 1991; Crowley  &  Nabelek 1996; 

Gordon-Hickey et   al, 2012;  &  Olsen et   al, 2012a) found no difference 

in ANL when using different noise stimuli, while Freyaldenhoven et   al 

(2006) found a statistically signifi cant but not clinical signifi cant dif-

ference in ANL for various background noises. The only exception to 

this is for the inclusive of music as a noise stimulus.   

 Presentation mode / Response mode 
 In this section, the authors state that  ‘ direct adjustments by the test 

subjects should be preferred. ’  This method or a method using clicks 

of a button or on a mouse pad should be used to signal the examiner 

of a requested change. By clicks on a button or mouse pad, I mean 

one click equals one turn of the audiometer dial. Furthermore, when 

completing the ANL procedure, do not allow the patient to push the 

button and hold it to turn the story or the background noise up or 

down. Instead, always instruct them to click the button or mouse each 

time they want an increase or decrease. Furthermore, whether using 

a direct method where the client changes the intensity themselves 

or using indicator buttons of some kind, these two methods should 

produce the same results while remaining an inexpensive solution 

for a clinician/researcher. It should also be noted that the ANL test 

is no longer available through Cosmos Distributing; it is now sold 

by Frye Electronics. In my opinion, it is best sold as a CD (and 

maybe with optional accompanying buttons for signaling), not as 

a system where the listeners must change the intensity of the story 

and background noise using dials. The main reason for this is the 

increase in cost without much increase in the benefi t of the test. At 

least in my geographical area, a decrease in the usage of the hearing 

in noise test was seen when the cost increased from the purchase of 

a CD to an entire system.   

 Instructions 
 I agree with the authors in that no translation of the instruc-

tions should be used. They should be used exactly as they are 

typed in the Freyaldenhoven et   al (2005) or Nabelek et   al (2006) 

manuscripts. 

 There are two points I would like to make about the instructions. 

First, it is important to give the listeners verbal instructions as well 

as written instructions. Second, it is helpful to break the instructions 

up for patients. For example, when completing ANL, it is helpful to 

instruct the patient to  ‘ turn the loudness up until it is too loud, ’  and 

then allow them to complete this task. Then, instruct them to  ‘ turn 

the story down until it is too soft. ’  Allow the patient to complete 

this; then instruct them to  ‘ select the loudness level that is most 

comfortable for you. ’  Do the same three step process with the mea-

surement of BNL. Furthermore, when purchasing the test through 

Frye Electronics, this is the way the instructions to patients read 

for clinicians/researcher; however be aware that the instructions are 

not exactly the same when comparing the instructions published by 

Frye and the instructions in the Freyaldenhoven et   al (2005) and 

Nabelek et   al (2006) manuscripts. Overall, I would recommend using 

the instructions in the manuscripts with the step by step procedure 

described by Frye Electronics.   

 Accuracy and precision of the ANL measurement 
 In this section of the Discussion Paper, reliability/repeatability of 

the ANL measurement is discussed. Unfortunately, the concept of 

reliability in the behavioral sciences is complex and controversial. 

Whereas some researchers and statisticians recommend completing 

intraclass correlation coeffi cients (ICC) and/or analysis of variance 

statistics for reliability, others recommend the use of standard errors 

of measurement and/or the coeffi cient of variation; still others rec-

ommend using the coeffi cient of repeatability (CR). The decision 

that must be made is one of practically to determine which statistical 

procedure makes sense for the measurement technique being inves-

tigated. Furthermore, because of the dependence on the context in 

which measurement techniques are used, it can be diffi cult to make 

comparisons of reliability/repeatability across different studies. 

 Furthermore, as stated in the Test Reliability section of a manu-

script by Br ä nnstr ö m et   al (2012; the authors of this Discussion 

Paper), reliability was determined using intraclass correlation coef-

fi cients, which they state,  ‘ indicated high test-retest reliability of 

MCL, BNL, (and) ANL across repetitions within each condition. ’  

By this statement, I assume the Br ä nnstr ö m et   al (2012) consider 

ANL to be both reliable and repeatable. In the present Discussion 

Paper, however, the authors ’  state,  ‘ the precision of the ANL mea-

surements is too poor to yield repeatability lower than 3 dB. ’  The 

clinical application and interpretation that the authors are placing 

on the CR statistic is concerning when the literature is inconclusive 

about the types of statistics that should be completed for reliabil-

ity/repeatability testing, especially when comparing across studies. 

Moreover, in order to utilize the CR, the distribution of scores must 

be normal, a factor that was not addressed in this Discussion Paper 

for the reported studies. Therefore, the statement that  ‘ the precision 

of the ANL measurements is poor ’  is misleading as other statistics 

have shown the reliability to be high, including research published 

by the authors of this Discussion Paper. Furthermore, if this type of 

statement is to be made, it should be backed by a research project 

which utilizes a combination of approaches to reliability, both ICCs 

and CRs to be included in the analysis. For more information regard-

ing this issue, please see Olsen et   al (2013) and Gordon-Hickey et   al 

(2013), where this issue has been addressed in detail. 

 The authors also give examples of ranges of differences of various 

studies (Freyaldenhoven et   al, 2006, Olsen et   al, 2012b). Because 
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the ANL relies on an individual ’ s response, multiple ANLs (at least 

two and preferably three) should be completed within a session, and 

the mean or median ANL used as the listener ’ s ANL. In most listen-

ers, the three ANLs will be very close (within 4 dB of each other); 

however, there are always exceptions to the rule. Furthermore, to 

reiterate, the instructions are very important. They must be followed 

exactly by the testers.   

 Prediction of future HA use 
 In this section, the authors state that the  ‘ ANL categories are not very 

informative. ’  This is the authors ’  lack of understanding of the clas-

sifi cation of the groups. As stated in the Discussion Paper, success-

ful hearing aid users utilize hearing aids whenever needed whereas 

unsuccessful users use hearing aids occasionally or not at all. While 

more research needs to be completed to differentiate the part-time 

and non-users of hearing aids in the unsuccessful hearing-aid user 

group, successful hearing aid users utilize hearing aids when they 

deem they need them and do not use them when they think they don ’ t 

need them (e.g. reading a book, etc.). Furthermore, other means of 

categorizing hearing aid users into groups would be based on hours 

of use, benefi t received, and/or satisfaction with hearing aids, all 

of which have been showed to poor predictors of hearing aid suc-

cess. Instead of redefi ning the groups based on different criteria, 

more research should be completed to differentiate the part-time 

and non-users of hearing aids that make up the unsuccessful hear-

ing aid group. 

 Furthermore, Schwartz and Cox (2012) questioned the predic-

tive power of ANL because the predictive power of ANL could not 

be validated by other standardized hearing-aid outcome measures. 

This fi nding is not surprising and does not indicate that the predic-

tive power of ANL is weak. It simply means that ANL measures 

a different perceptual consequence than the other measurements 

as there is not another measure of background noise acceptance at 

this point. Moreover, Hartley et   al (2010) found that ANL was not 

related to hours of hearing-aid use. This fi nding is consistent with 

Nabelek et   al (2006) fi ndings which acknowledge that patterns of 

hearing-aid use are more meaningful than hours of hearing-aid use 

in terms of hearing-aid success. More importantly, hours of hearing-

aid use is not a good predictor of hearing-aid success, so the fact 

that ANL is not related to hours of use is neither surprising nor a 

bad thing. Also, Walravens et   al (2012) supposedly found results in 

contrast to Nabelek et   al (2006) regarding ANLs for successful and 

unsuccessful hearing-aid users. It is noteworthy to acknowledge that 

this  ‘ research ’  appears to be a conference presentation, poster, etc. 

Furthermore, this  ‘ research ’  appears not to have been published in 

a peer reviewed journal, nor has it gone through the peer reviewed 

process for publication. Before this process is complete, these results 

should be viewed with extreme skepticism. Lastly, in the Summary 

of this section, the authors reiterate that 25% of test subjects could 

be misclassifi ed based on ANL. This is a fi nding that Dr. Nabelek 

and colleagues (2007) have acknowledged. Specifi cally, the listeners 

with mid-range ANL (7 – 13 dB) would be the listeners that would 

be misclassifi ed. That is why more research needs to address the 

differences in part-time hearing aid users versus full-time and non-

users of hearing aids.   

 A conceptual ANL model 
 It should be noted that the conceptual ANL model is based on a 

model that was established based on personal communication. By 

this, I am assuming the research has been completed but has yet to 

be presented at a conference or published in a peer-reviewed journal. 

Personally, I don ’ t think this Discussion Paper is the proper place 

to introduce a conceptual model for ANL. This model should be 

introduced in the literature through a peer review process before it 

is introduced and/or changed in a venue like this. Because this was 

a personal communication, I cannot review the data that aided in 

the development of this model and can therefore not make any other 

comments regarding this issue. 

 In summary, it should be reiterated that it is extremely impor-

tant to follow the ANL instructions exactly. Furthermore, the three 

patterns of hearing-aid use categories need to remain as they were 

originally designed; however, more research needs to investigate the 

difference in the three groups, especially the difference in part-time 

and non-users of hearing aids. As to the question of ANL precision/

repeatability, more research should investigate the comparison of 

reliability statistics for ANL. Moreover, it has been long talked about 

that one drawback of ANL is the data has always been retrospective 

in that existing hearing-aid users have been the subjects put into one 

of three groups. A study investigating the predictive value of ANL 

before and after hearing aids are fi tted would be of great value to 

the ANL literature. 
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  Comments from Susan Gordon-Hickey  

 University of South Alabama, Mobile, Alabama USA 

 The Discussion Paper raises items for discussion regarding research 

of Acceptable Noise Levels (ANL). Several of the conclusions coin-

cide with statements made by many previous researchers and are 

supported by evidence in the literature. However, it seems many 

of the statements and conclusions made in this Discussion Paper 

are concerning as they are based on research completed without 

the use of written and step-by-step (verbal) ANL instructions, are 

misinterpretations of the ANL literature, are opinion, or are based 

on work that has not yet been through the process of peer review. A 

signifi cant portion of this was previously addressed in a Letter to the 

Editor and Response Letter in the Journal of the American Academy 

of Audiology (Gordon-Hickey et   al, 2013; Olsen et   al, 2013). My 

specifi c comments regarding the Discussion Paper are below:   

 The ANL procedure: Number of trials 
 It is best practice to utilize multiple trials (e.g. three trials) of most 

comfortable listening level (MCL) and background noise level 

(BNL) when assessing ANL. I am unable to comment on the state-

ments made in the Discussion Paper regarding Goldman (2009) and 

Holm  &  Kastberg (2012) as neither manuscript has been through 

the process of peer review for publication. I have read the work 

of Goldman (2009) and believe her fi ndings should be interpreted 

carefully as participants were instructed to  ‘ attend ’  or  ‘ not to attend ’  

to the primary speech during BNL measures. The conclusions of 

Holm  &  Kastberg (2012) may be predicated on the use of translated 

ANL instructions that instruct the listener to  ‘ listen ’  to the story. 

Neither study appears consistent with ANL instructions which state 

that the listener should be directed to  ‘ follow the story. ’   ‘ Listening ’  

implies a higher-order auditory function than  ‘ follow the story. ’  

These authors may plan to address this when working to publish 

their work. Although the authors of the Discussion Paper state that 

the  ‘ procedure is well established with regard to most of the included 

steps, ’  it is clear that the well established procedures for use of writ-

ten and step-by-step (verbal) instructions are not universally utilized 

[see Section 6  ‘ Instructions ’  as well as the previously mentioned 

Letter to the Editor and Response Letter in the Journal of the 

American Academy of Audiology (Gordon-Hickey et   al, 2013; 

Olsen et   al, 2013)].   

 Speech materials 
 In the Discussion Paper, the authors conclude that  ‘ Speaker gender 

does not affect the ANL, but the speech rate and semantic content 

may have infl uence on the ANL outcome. ’  This conclusion was 

made after they cite confl icting reports in the literature for all three 

variables (speaker gender, speech rate,  &  semantic content). The cur-

rently available peer-reviewed publications do not yet allow us to 

draw defi nitive conclusions. The authors simply state their opinions 

in this section. Typically, a straightforward, easy to follow, continu-

ous discourse sample should be employed when measuring ANL (in 

keeping with the Arizona Travelogue). Unfortunately, it appears that 

this isn ’ t always done (e.g. Fredelake et   al, 2012).   

 Noise materials 
 Based on the current literature, speech babble should be utilized as 

the background noise for typical ANL measures. Background noise 

that is more informational in nature (versus energetic) or more fl uc-

tuant in nature (versus steady state) appears to affect ANL. Crowley 

 &  Nabelek (1996) did not report that ANL differed signifi cantly 

when measured with speech spectrum noise or speech babble. The 

Discussion Paper is misleading. Crowley  &  Nabelek (1996) reported 

that ANL to speech spectrum noise was 6.9 dB, and that the mean 

ANL to speech babble was 7.6 dB. No test of differences was com-

pleted. In that study, they found that ANL may be helpful in estimat-

ing future hearing-aid success. For clarifi cation, conclusions made 

by myself and my colleagues were that listeners had better (lower) 

ANLs to multi-talker background conditions compared to the one-

talker background conditions. We attribute this to both the informa-

tional aspects of the forward one-talker background and the fl uctuant 

nature of the one-talker background. Furthermore, we concluded that 

the fl uctuant nature of a background noise has different effects on 

ANL than previous reports of fl uctuant background noise effects on 

speech understanding in noise. Since ANL assesses a different phe-

nomenon than speech understanding in noise, this is not surprising.   

 Presentations mode 
 It is my understanding that during the initial ANL studies conducted 

at the University of Tennessee, an investigation of ANLs measured 

through binaural supraural headphone placement and loudspeaker 

was conducted with no signifi cant fi ndings. This information should 

be widely available in peer-reviewed literature. It is largely agreed 

in the literature that the Nabelek et   al (2006) normative data should 

only be used if traditional ANL measures are completed (i.e. same 

instructions and presentation mode).   

 Response mode 
 ANL is intended to be an easy, straightforward, and clinically fea-

sible pre-hearing-aid fi tting measure for use by clinical audiologists. 

For these reasons, it is important that ANL materials be inexpensive 

and not need special equipment. With the purchase of a reasonably 

priced CD, audiologists should be able to utilize this procedure with 

their hearing-aid patients. Typical audiology clinics are not set up for 

patients to make direct manipulations of auditory signals presented 

via the audiometer. For this reason, hand signals are often used and 

are even recommended by Nabelek et   al (2005). If the clinician 

strictly follows the instructions provided by hand signals from their 

patient, MCL and BNL measures should accurately represent the 

patient ’ s MCL and BNL. Therefore, no special equipment should 

be needed for measurement of ANL. For this reason, I disagree with 

the proposal that direct adjustment is needed. However, it should 

be noted that this determination should be made based on data, not 

opinion.   
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 Instructions 
 I agree with the authors that  ‘ with any psycho-physical method, the 

instructions given are very important for the outcome. ’  I also agree 

that  ‘ translation and interpretation of instructions could have a large 

effect on ANL outcome. ’  However, not all authors utilize the appro-

priate combination of written and step-by-step (verbal) instructions 

(e.g. Br ä nnstr ö m et   al, 2012; Olsen et   al, 2012a,b). Additionally, the 

translated version of ANL created by the authors of the Discussion 

Paper changed the fi nal BNL direction; hence, changing the fi nal 

value to a level that cannot be considered an ANL. I fi nd it concern-

ing that these authors state one opinion in this article and then do 

the opposite in their own work. 

 Since ANL measures are psychoacoustic in nature, a fundamental 

requirement for measuring ANL is use of consistent and accurate 

instructions (for the audiologist and for the patient). Specifi cally, 

there are two forms of instructions provided to patients when ANL 

measures are made. First, the written instructions are provided to the 

listener and reviewed in the sound treated room. Next, the audiolo-

gist utilizes the complete step-by-step (verbal) instruction set while 

seated at the audiometer. The step-by-step (verbal) instruction set 

includes a detailed script for the audiologist to follow as well as 

instructions regarding step-size changes and methods to respond to 

patient questions. The Nabelek et   al (2006) paper includes instruc-

tions that represent the written instructions accurately and provide an 

overview of the step-by-step (verbal) instructions. Many researchers 

have erroneously utilized these instructions as both written and step-

by-step (verbal) instructions to the listener (e.g. Br ä nnstr ö m et   al, 

2012; Olsen et   al, 2012a,b). This is not necessarily a failure on part 

of these researchers but on the available ANL resources. The writ-

ten instruction set to provide to the patient (or participant) is often 

published in the literature (e.g. Rogers et   al, 2003  &  Freyaldenhoven 

et   al, 2005); however, the specifi c step-by-step (verbal) instruction 

set has never been published in an ANL manuscript. The step-by-step 

(verbal) instruction set was previously available on the University of 

Tennessee ANL Laboratory website. Additionally, it was published 

in the CD jacket of the ANL CD when it was available through Cos-

mos Distributing Incorporated (Nabelek et   al, 2005). Unfortunately, 

Frye Electronics does not appear to provide the original detailed 

step-by-step (verbal) instruction set. The inconsistent use of written 

instructions for both written and step-by-step (verbal) instruction 

to the patient is problematic. For ANL measures to accurately and 

consistently be measured, the psychoacoustic measurement of MCL 

and BNL must be precise. For this to occur, all individuals making 

MCL and BNL measures for assessment of ANL must have access 

to both instruction sets. 

 For several reasons, the step-by-step (verbal) instruction set is 

important for accurate measurement of ANL. First, it provides the 

audiologist with precise and specifi c instructions for measuring 

MCL and BNL. As mentioned, the step-by-step (verbal) instructions 

provide the audiologist with clear methodological guidelines for set 

up, calibration, use of written instructions, and use of step-by-step 

(verbal) instructions. Additionally, the step-by-step (verbal) instruc-

tion set includes methods for consistently clarifying confusion that 

may occur on behalf of the patient. Second, it defi nes an explicit 

three-step method for evaluating MCL and BNL. Each step includes 

a specifi c instruction as well as methodological instructions. Third, 

the step-by-step (verbal) instruction set is needed as they guide the 

audiologist and patient through the bracketing technique used for 

ANL measures. The use of a bracketing method improves reliability 

and consistency of MCL and BNL measures (hence, improves reli-

ability of the calculated ANL). The bracketing technique allows the 

listener to explore a range of speech levels above and below MCL. 

It also allows the listener to hear background noise levels above and 

below their level of background noise acceptance (BNL). This pro-

cess provides the patient with a framework for accurate identifi cation 

of their MCL and BNL. Last, the step-by-step (verbal) instruction 

set utilizes very precise language. Deliberate, consistent, and specifi c 

instructions are needed because ANL is a psychoacoustic measure-

ment. The specifi c instruction (3rd step) for evaluation of BNL is 

imperative to ANL measures. The instruction is  ‘ Now turn the level 

of the background noise back up the MOST noise that you would 

be willing to put-up-with and still follow the story for a long period 

of time without becoming tense or tired. ’  Slight variations in the 

wording utilized to instruct a listener may adjust the perception of 

the listener as to what level must be targeted. Audiologists should 

not deviate from the language utilized in the step-by-step (verbal) 

instruction set as this may change the listener ’ s understanding or 

perception of the intent of the measurements. If the specifi c instruc-

tion is not precisely the same as the instruction set used by Nabelek 

and colleagues, then we cannot consider the derived measure to be 

an accurate assessment of BNL (so, ANL calculation would not be 

accurate). 

 Because ANL is a psychoacoustic measurement, both written and 

step-by-step, step-by-step (verbal) instructions must be consistent 

across researchers and clinicians. Since ANL is a calculation of two 

measured variables, consistent measurement of each variable is nec-

essary in order to derive an accurate ANL for listeners. 

 I fi nd it interesting that the authors of the Discussion Paper contend 

that there is  ‘ no method for precise measurement of ANL ’ . However, 

time and time again, researchers utilizing the written and step-

by-step (verbal) instructions have concluded that ANL measure-

ments are reliable (e.g. Freyaldenhoven et   al, 2006; Gordon-Hickey 

 &  Moore, 2007; Nabelek et   al 2004, 2006; Nichols  &  Gordon-

Hickey, 2012). The authors of the Discussion Paper have concluded 

that ANL is reliable in their own work (Br ä nnstr ö m et   al. 2012)! 

Again, the overarching problem is that researchers are not all utiliz-

ing the same instructions and methods. Once ANL researchers are 

all operating from the same operational defi nition, then we move in 

a positive direction with ANL research.   

 Factors related to ANL 
 This is an area of great interest as ANL researchers often work to 

identify variables that may cause ANL differences across individu-

als. I am unable to comment on the Walravens et   al (2012) study as 

it has not been published in a peer-reviewed journal.   

 Accuracy and precision of ANL measurements 
 The reader is referred to the Letter to the Editor and Response Let-

ter found in the Journal of the American Academy of Audiology 

for a complete discussion of this topic (Gordon-Hickey et   al, 2013; 

Olsen et   al, 2013). Fundamentally, we agree that psychophysical 

measures can be infl uenced by the instructions set. I urge the authors 

to utilize the step-by-step (verbal) instruction set precisely as written 

by Nabelek et   al (2005). This likely plays a signifi cant role in their 

fi ndings. Additionally, I urge the authors of the Discussion Paper 

to consider intra-subject variables as a potential for the very few 

participants who are unable to demonstrate repeatability of mea-

sures. Since we do not yet know what specifi c participant variables 

infl uence ANL, the repeatability issues are more likely inherent to 

the participants and not to the method of measurement (provided that 
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ANL is measured with written and step-by-step (verbal) instructions 

utilizing the precise language prescribed by Nabelek).   

 Prediction of future HA use 
 The authors of the Discussion Paper state that the ANL categories 

are  ‘ not very informative ’ . This is misleading. The mid-range (7 – 13 

dB) ANL group needs continued research so that we can better defi ne 

this group. However, the high ( �    13 dB) and low ( �    7 dB) ANL 

groups are well defi ned and serve to clearly delineate  ‘ likely to be 

successful with hearing aids ’  and  ‘ likely to not be successful with 

hearing aids ’  groups. Based on the Nabelek et   al (2006) hearing-aid 

success prediction model, those categorized as having low ANLs 

have a 75 – 100% chance at hearing-aid success. Those with high 

ANLs have a 0 – 16% chance at hearing-aid success. 

 The authors of the Discussion Paper argue that the method used 

to categorize success and non-success with amplifi cation is vague. 

While I agree that the statement  ‘ I wear my HAs whenever I need 

them ’  appears vague, isn ’ t that exactly what we want our patients 

to do? Don ’ t we consider people who wear their hearing aids when 

they need them to be successful with amplifi cation? I have a hard 

time second guessing patients. I am unable to comment on the paper 

by Schwartz  &  Cox (2012) as their work is not yet published in a 

peer-reviewed journal. Last, the authors state that they were unable 

to replicate (Olsen et   al 2012b) the fi ndings of Taylor (2008) who 

found that ANL  ‘ could predict scores on the International Outcome 

Inventory for Hearing Aids. ’  Isn ’ t it possible that a reason the authors 

were unable to duplicate these fi nding is due to the specifi c wording 

changes made to the instructions provided by Olsen et   al (2012b)? 

In that study, participants were asked to  ‘ listen ’  to the speech rather 

than  ‘ follow. ’  The term  ‘ listen ’  implies a higher order task than the 

direction to  ‘ follow.   

 A conceptual model 
 At the present time, it seems inappropriate to propose a revised con-

ceptual model when the described model has not yet been published. 

I would prefer that Wu, Stangl, and Pang have time to publish their 

work and thoughts prior to another researcher revising their model.   

 Conclusions 
 Since ANL is a psychophysical measure, the written and step-by-

step (verbal) instructions are fundamental to accurate measurement 

of MCL and BNL. Use of alternative wording to instruct the patient 

will result in identifi cation of a level that cannot be considered a 

BNL (thus, an ANL cannot be calculated). Those using translated 

versions of ANL must translate the specifi c terminology of the origi-

nal directions accurately and completely. Additionally, they must 

use a primary discourse recording that is similar in nature to the 

Arizona Travelogue (Nabelek et   al 2005). Comparison of ANL 

fi ndings across studies cannot be made unless the Nabelek et   al 

(2005) procedures were used. The ANL is a reliable and accurate 

test of background noise acceptance when the Nabelek et   al (2005) 

written and step-by-step (verbal) instructions are followed closely 

(without ANY deviation).   
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to improve the measure. In the following we will address the issues 

raised by the three discussants ordered by topic.   

 ANL expressed as a SRT 
 Dr. Johnson ’ s thoughts about the naming of ANL are very interest-

ing, and we agree that the interpretation of the outcome expressed 

as a SNR would be straightforward as opposed to the ANL. ANL 

expressed as dB SNR would make it easier to understand why a high 

ANL indicates something negative (the listener will not become a 

full-time user), while a low ANL indicates something positive (the 

listener will become a full-time user).   

 The ANL procedures and instructions 
 As stressed by Drs. Freyaldenhoven Bryan and Gordon-Hickey, 

ANL should be obtained using a well-defi ned methodology, but 

even when doing so, it is not certain that the existing method yields 

precise results. For example we are not convinced that two or three 

measurements may be suffi cient to obtain precise results. Parts of the 

dissertation by Holm  &  Kastberg (2012) have recently been accepted 

for publication (Br ä nnstr ö m et   al, 2013). The results show that the 

CR continues to decrease through four ANL measurements based on 

three repetitions each. Based on that research it seems that ideally 

three ANL test runs consisting of three measurements should be 

done before the ANL is fi nally calculated on the fourth ANL run. 

Therefore the mean of two or three ANL measurements may not be 

suffi cient. However, this remains to be studied using the American 

version of the ANL test among others. 

 In contrast to Dr Freyaldenhoven Bryan, we think that the ANL 

instruction set can and should be translated. Listeners should have 

a very exact instruction on how the ANL should be carried out and 

that instruction must be in the listener ’ s mother tongue. There is no 

way around this if the ANL should be used internationally, but as 

we stressed in our discussion paper, great care has to be taken when 

translating the ANL instructions. We do not agree with Dr. Gordon-

Hickey that our translation have changed the fi nal BNL direction. 

The Danish instructions are an exact translation of Nabelek et   al ’ s 

(2004) instruction set. The Swedish instructions have only a small 

and probably non-signifi cant deviation, as we discuss in the  ‘ Predic-

tion of Future HA Use ’  section of this response.   

 Factors that affect the ANL 
 We agree with Drs. Freyaldenhoven Bryan and Gordon-Hickey that 

defi nitive conclusions cannot be drawn about the effects of speaker 

gender, speech rate, and semantic content on the ANL from the 

available peer-reviewed literature. However, in single studies using 

the speech and noise signals with continuous discourse and a mul-

tispeaker noise as test signals, the possible variability introduced 

by speaker gender, speech rate, and semantic content should not 

infl uence the association between ANL and hearing-aid use: Any 

changes incurred by these factors can potentially alter the actual 

ANL values in the distribution but probably not the intersubject vari-

ability. Thus, for groups of subjects, these factors should not affect 

any relative relationship between the ANL and hearing-aid use. 

A study using a consistent set-up, consistent instructions, and suf-

fi cient sample size should be able to reveal any relationship between 

ANL and hearing-aid use. 

 According to Dr. Freyaldenhoven Bryan, the use of the word 

 ‘ listen ’  in one instruction set and  ‘ follow ’  in the other was the 

reason for the differences between ANLs found in Denmark and 

Sweden (Br ä nnstr ö m et   al, 2012). As discussed further in the 

 ‘ Prediction of Future HA Use ’  section, we don ’ t see this difference 

as the explanation. 

 As suggested by Dr. Johnson, it might be a good idea to use the 

non-semantic ISTS speech signal internationally to allow for com-

parison across language boarders. As background noise we would 

propose to use the ANL babble, since it is the most frequently used 

noise type. Other types might be used for specifi c purposes. 

 Some of the ANL variability might also, as suggested by Dr. Johnson, 

be owing to the very nature of ANL being based on the two separate 

measures: MCL and BNL. This needs further examination.   

 Presentation and response modes 
 We are convinced that some of the response modes used in the past 

may have introduced bias to the measurements. A good way of avoid-

ing some of the bias is to exclude the tester from the link between 

test person and equipment. That can be done when the test person 

directly adjusts the level of speech and noise. The method has to be 

as intuitive as possible, and we do not think that asking the test per-

son to use mouse clicks for the bracketing of the ANL as suggested 

by Dr. Freyaldenhoven Bryan is intuitive. Using an intuitive method 

with limited bias from the tester has in our opinion priority above 

the cost of the method.   

 Accuracy and precision of the ANL measurement 
 When we started our ANL research we had a simplistic view of the 

robustness of the ANL measurement therefore we based our instruc-

tions on the information provided by Nabelek et   al (2004). We have 

now come to the understanding that the criterion validity of the ANL 

must be unclear and that these issues may be crucial to the ANL 

result. Therefore, the clarifi cation of the instructions made by Dr. 

Gordon-Hickey is highly appreciated. 

 As Dr. Gordon-Hickey states, there are currently no studies avail-

able that examine the effects of omitting the step-by-step verbal 

instructions on the ANL. We agree that there will probably be an 

effect, but future studies need to answer this question. It is possible 

that this discrepancy could be the reason for our study not showing 

a relation between ANL and hearing-aid use (Olsen et   al, 2012). 

However, a more plausible explanation is the poor repeatability seen 

for the ANL test, e.g the large CRs that are encountered for both the 

Danish and the American version (Olsen et   al, 2012; Gordon-Hickey 

et   al, 2012a; Olsen et   al, 2013). Also as noted by Dr. Gordon-Hickey, 

it is our opinion that the examiner is a potential source of bias in the 

ANL in the same manner as it is for pure-tone audiometry, but we 

strongly agree that this needs to be tested before any solid conclu-

sions can be drawn. 

 It is correct as Drs. Gordon-Hickey and Freyaldenhoven Bryan 

write, that our conclusion was that the ANL was indeed reliable 

(Br ä nnstr ö m et   al, 2012) and this conclusion was made from the 

best of our understanding then. However, our later research has led 

us to question the use of simple correlations, repeated measures 

ANOVAs, or intraclass correlation to analyse the reliability of a 

method. Simple correlations (e.g Pearson ’ s correlation coeffi cient) 

used by some researchers (e.g. Nabelek et   al, 2004; Gordon-Hickey 

 &  Moore, 2007; Gordon-Hickey et   al, 2012a) to draw this conclu-

sion is in our opinion not an appropriate statistical method (Bland  &  

Altman, 1986). For example two measures (x and y) will demon-

strate a high correlation coeffi cient if the relationship between the 
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measures is y    �    0.5x, but in terms of agreement between the two 

measures they will only agree if the relation is y    �    x (note that the 

same would also be true if we used a constant offset/bias where 

y    �    0.5x  	  b). Therefore, the use of correlation coeffi cients is not 

an appropriate method when examining the reliability of repeated 

measures. 

 ICC may show whether ANLs obtained at two sessions by one 

or more testers are associated, but it does not show the precision 

of the ANL. Weir (2005) states, that if between-subject variability 

is high the ICC may be high even when test retest differences are 

large (the test has a low precision). If on the other hand the test 

retest differences are small (the test has a good precision) the 

ICC may be low if the between-subject variability is small. As an 

example please refer to Figure 2C in the study by Gordon-Hickey 

et   al (2012a), in which the testers followed the instruction set 

faithfully. The fi gure is a scatter plot of the ANL results obtained 

by testers B and C. Since ICC was signifi cant and one-way 

ANOVAs were not, the authors concluded that ANLs are reli-

able across testers. In contrast to this, Figure 2C (Gordon-Hickey 

et   al, 2012a) reveals large individual differences between the 

ANLs obtained by the testers B and C. The reason why the ICC 

reported by Gordon-Hickey et   al (2012a) is statistically signifi -

cant despite the large individual differences between measure-

ments might be the large between-subjects variation (Weir, 2005). 

Information about the size of the individual differences can easily 

be achieved by calculating the CR. ICC and CR show different 

aspects of repeated measures and therefore we do not see ICC as 

a golden standard to which the CR should be compared as sug-

gested by Dr. Freyaldenhoven Bryan. However, we do agree that 

it would be good practice to provide both CR and ICC in future 

research reports. 

 In the case of repeated measures ANOVA, as used by some 

previous studies as a measure of reliability (e.g. Freyaldenhoven 

et   al, 2006; Br ä nnstr ö m et   al, 2012; Gordon-Hickey et   al, 2012a), 

the differences between two repeated measures may be very small 

and not signifi cant, but this analysis does not provide any informa-

tion on the performance of individual subjects. Since the mean is 

used in this analysis, a single subject may actually have a large 

ANL in the fi rst measurement and a very low in the second but 

it may not signifi cantly affect the mean difference between the 

measurements. The CR is more attractive since it can be used to 

relate the performance of a single subject with the performance 

of the group and what would be a signifi cant difference from one 

measurement to another. Hence, the CR is directly related to the 

performance and demonstrates what is a relevant difference in the 

unit measured (dB). 

 We do not share Dr. Freyaldenhoven Bryans opinion that it is 

misleading to state that  ‘ the precision of the ANL measurements 

is poor ’ . As we have shown, the CRs of the repeated measure-

ments in the study by Gordon-Hickey et   al (2012a) were up to 

7.6 dB (Olsen et   al, 2013). We agree with Gordon-Hickey  &  Moore 

(2008) who stated, that 1 – 3 dB difference in ANL might infl uence 

the prediction of hearing aid outcome, and that is why the ANL 

having a CR of 7.6 has too poor precision to be used for prediction 

of hearing-aid use. 

 The explanation for the intra-subject variability seen in the 

ANL literature may lie in both procedures and intra-subject vari-

ables but future studies are required to examine this. However, 

so far, and despite a large number of studies, few intra-subject 

variables have been indentifi ed and this may depend on poor 

repeatability.   

 Prediction of future HA use 
 We agree with Dr. Gordon-Hickey that the comparison between the 

normative data reported by Nabelek et   al (2006) and data obtained 

using different versions of the ANL should be avoided due to the 

many issues we have put forward in our discussion paper. However, 

if the ANL is an inherent characteristic of the individual as suggested 

by many (Nabelek et   al, 1991; Rogers et   al, 2003; Nabelek et   al, 

2006; Tampas  &  Harkrider, 2006) the presentation mode should not 

infl uence any possible relation with hearing aid use pattern. 

 We do not agree with Dr. Freyaldenhoven Bryan that we lack under-

standing of the classifi cation of the ANL groups. Dr. Gordon-Hickey 

shares our opinion that the statement  ‘ I wear my HAs whenever I 

need them ’  appears vague. It is our belief that our patients may think 

that they use their hearing aids whenever they need them. In many 

cases, this could be the same thing as that they use them when they 

would benefi t from using them but most likely not in all cases. It 

is possible to think that you use your hearing aids when needed 

and not being what we defi ne as a successful hearing-aid user using 

e.g. the International Outcome Inventory for Hearing Aids (Cox  &  

Alexander, 2002; Cox et   al, 2002). 

 It is possible as mentioned by Dr Gordon-Hickey that the wording 

of our instructions have infl uenced our ability to replicate the fi nd-

ings of Taylor (2008). However, it is an unanswered question whether 

the meaning of  ‘ follow the story for a long time ’  is different from 

 ‘ listening to the story for a long time ’  in Danish. In the widely used 

instructions by Nabelek et   al (2004) the word listen is used four times 

( ‘ You will listen to a story …  ’ ,  ‘  … .listening to a radio. ’   ‘ You will 

listen to the same story …  ’ ,  ‘ After you have listened …  ’ ) and the word 

follow is used twice ( ‘  … while following the story. ’ ). In our opinion, 

in this context there is no difference between the two words and both 

tasks (to listen and to follow) require higher order processes which 

we refer to as listening rather than hearing. 

 It is very positive that both Drs. Freyaldenhoven Bryan and 

Johnson support that the ANL predicting model should be tested 

on a population other than the population on which the model was 

created. As stated by Dr. Johnson, it is also important to keep in 

mind that even if the ANL predictive model proves to work with 

American English, then this is not necessarily the case with other 

language versions.   

 A conceptual ANL model 
 The model presented in our discussion paper is a tool for discussing 

ANL. Our model was based on the one proposed by Wu, Stangl, 

 &  Pang (personal communication, 2013), which has now been 

accepted for publication (Wu et   al, 2013). We do not think that our 

model holds the fi nal truth about ANL, but we have included as 

much knowledge about ANL as possible. We think of our model as 

a stepping stone in the stream of ANL information, in which Wu 

et   al ’ s (2013) model was the fi rst stepping stone. We hope that other 

researches will follow our example and remove some of the stepping 

stones while adding others, hence giving a better understanding of 

ANL while trying to improve the ANL method.   

 ANL and the future 
 As Dr. Johnson summarizes, the ANL should help the audiologist 

when discussing listening environments and real-world SNRs with 

the patient. We hope that the debate raised by our discussion paper 

will continue and lead to more research aimed at improving the 

ANL concept, so it can fulfi ll this achievement. If the ANL shall be 
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of continued use for clinicians, it will need to be developed into a 

precise measure that can be proven to accurately point out to future 

hearing-aid users the problems that will prevent them from being 

satisfi ed hearing-aid users. If this cannot be achieved, little will in 

our opinion be gained by measuring ANL.   
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